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Question 1

In technical specification for Item 7 it is stated in line item number 10.7. ""Control unit detachable from the body of the tank with the possibility of positioning it in suitable locations for the operator, including the possibility of mounting on the machine"". 
This specific characteristic is related only to one particular manufacturer and one particular model of Heater Cooler unit also having only one point of control for Heater Cooler could cause interruption of the work if the control unit is malfunctioned.
In order to allow other bidders to participate in this procurement please modify this line item in following manner: ""Control unit on the heater-cooler unit  and Color LCD touch monitor within the control panel"" .  Proposed modification would allow operator to monitor Heater Cooler parameters on 2 different control units which allows greater effective control and safety
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Solution where Control unit is on the heater-cooler unit  and color LCD touch monitor within the control panel is also acceptable for the Purchaser.


